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Accurete roentgen measurements can he 
performed effectively with small scintillation 
crystals. Theoretical and exnerimental results 
are given for energies in the y-ray region. 

The precautions necessary to obtain accurate 
data with organic scintillators are discussed. 
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Dosage measurements obtained with air lonization 


chambers can be expressed in roentgen units. For other 
types of detectors to have a resronse also expressible in 
roentgens, their x- or y-ray energy absorption must be 
proportional to thet of air. Under certain conditions 
organic scintillators exhibit such a behaviour (1). 

Several investigators (1, 2, 3) have studied the 
energy dependence of énthracene crystzls for x-ravs with 
energies below 250 kv. In the present investigation the 
energy range is exnanded up to about 3 Mev using y-ray 
emitters. In addition the effect of scintillator thick- 
ness, secondary electron equilibrium, and scattered 
radiation have been studied. 

Theoretical Considerations 

In order to determine the air equivalent energy 
range for scintillation materials, calculations of the 
ratio of the energy absorbed per sec in the scintillation 
material, I, to the energy ahsorbed per sec in air, D, are 
made. For true air equivalence, I/D must te indevendent 
of the incident y-ray energy. 

The energy absorbed per sec, qEns for an incident 
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y-rav flux of n photons/cm”-sec in a material of thickness 





Gx and aree A is 


= 2 
dE = na [2B +TEY +K (EY ~ 2m .c )| ax (1) 
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y-ray energy in Mev 


"true" Compton absorption 





“= photoelectric attenuation coefficient in 
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K\ = pair-production attenuation coefficient in en” 


£10 Mev 


For crganic scintillators end y-ray energies E,, 


K(E, - 2moe) << OE, 





and therefore 


dE ~ naz, Ke +7] dx = NAB We dx (2) 





where 
| = ¢ . 
re ae 


If ny is the number of vhotons/em“-sec incident on the 





surface of the material, the number of photons present at 


any depti, x cm inside the material, is given by 


n=ene ° (3) 
where uy * 4, + €. +a s Xs The totel linear attenuation 
coefficient is used here since the probability of multiple 
scattering is small within a few grams of scintillation 
material. 


The total energy absorbed ner sec in a medium of 


thickness h ané volume (Ah) follows from Eqs. (2) and (3) as: 
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Finally the ratio, I/D, of the energy absorbed per 


sec in an organic scintillator to that in air follows ss 
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where the primes refer to air. Eouation (5) expresses the 
energy devendence of scintillation materials relative to that 
of air for vy rays of various energies. Under experimental 
conditions the y-ray atsorption in air-wall tlonization 
chambers is small and the ratio pier is constant. Therefore 
I/D can be expressed as 
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Loca pre (6) 
D a | Bh 
Ecuation (6) is the final result for the energy response 
of scintillators in comparison with air for moncenergetic 
y rays. For y-ray heams of various energies By the ratio I/D 


becomes: 


(7) 





where (a3) is the number of photons/em*~sec of energy 
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(Eda incident on the surfsce of the detector. 

For anthracene crystals of various thickness, I/D given 
in Eq. (6) has teen evaluated as a function of the energy of 
the incident y rays. Curve A in Fig. 1 shows the results for 
a very thin crystal of thickness h = 0. The attenuation 
coefficients used for these calculations were obtained from 
recent NBS computations (4). The constent, C, is chosen 
so that I/D equals unity for EY =x 0.6 Mev. For this energy, 
Tis very small compared with é and therefore the condition 
for air equivalence is fulfilled automatically. From curve 
A of Fig. 1 it follows that the energy chosen for normalization 
could have been selected anywhere between 0.2 and 2.0 Mev 
since in this interval I/D is linear and equal to unity. 

This energy interval is the true "air-equivalent" range for 
thin anthracene crystals. 

Curves B and C in Fig. 1 show the results for anthracene 
erystels of thickness h = 6 mm and h = 25 mm respectively, 
both normalized at 0.6 Mev. The shape of curves B ae Cis 
similar to that for the zero thick crystal (curve A). 
However, for h = 6 mm I/D is constant only for a narrow 
energy interval from 0.6 Mev to 0.8 Mev and for a thick 
erystal (h = 25 mm) I/D varies continuously with the energy 
of the y rays. This is caused by the fact that although the 
y-ray absorption is negligible in the air medium the same is 


not true for the scintillator. 
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For dosage measurements for which an accuracy of atout 
5 percent is adequate, it appears from Fig. 1 that a few 
centimeters thick anthracene crystals may still be regarded 
as air-equivalent over a limited energy range. 

The above discussion, concerning only anthracene, can 
be extended for other organie compounds such as stilbene, 
ternhenyl, naphthalene, and others. In the energv range 
considered, the true abhSorption coefficient We is approximately 
equal to ¢, which varies with Z/A. For all light elements, 
excent hydrogen, Z7/A is essentially constant and therefore the 
results obtained for anthracene apply to most organic compounds. 

Experimentsel Procedure | 

The instruments, an air ionization chamber, and a 
scintillation detector, are both employed és dose rate meters. 
The tonization chamber (3 mm thick bakelite cylinder, volume 
1.6 liters) is vert of a commercial Beckman Radioactivity 
Meter Model MX-4. The scintillation detector consists of 
one of several types of scintillation materials mounted on 
an RCA 5819 photomultiplier tube. The output of the photo- 
multiplier is connected directly to an RCA WV-84A DC 
microammeter modified bv inserting a feedtack capacitance 
of 1.0 uf hetween the nlate and grid of ng input tube (2). 

In order to minimize the amount of scattered radiation 
reaching the detectors, the ionization chember anc scintillation 


detector are mounted on an aluminum frame approximately 2 
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meters avart and 1.5 meters ahove a wooden table. The ceiling, 
walls, and floor Gare all at a distence greater than 2.5 meters 
from either detector or source. Even under these conditions 
it apneared that the amount of radiation scattered into the 
detectors was not negligible. In order to obtain results 
relevant to the outlined theoretical calculations all sources 
were rlaced in a lead collimator which reduced the contribution 
due to scattered radiation to a point where it was no longer 
detectable. 

The experimental results obtained with a cylindrical 
anthracene crystél (diameter 30 aa height h = 6 mm) are 
shown in Fig. 2. The experimental data are normalized for 


Ls? measurement. The theoretical curve I/D for this 


the Cs 
anthracene crystal, normalized at 0.6 Mev, is revlotted in 
Fig. 2. Excellent agreement with theory is observed for the 


He~9 7 and Co data. The low value for the Na@4 Y 


» CS 
rays results from the leakage of secondary electrons from 
the 6 mm thick crystal (5). 

To our knowledge no previous experimental results are 
available in the y-ray energy region. Experimental data 
obtained by Breitling with x-rays of energies helow 250 Kvp 
are shown in Fig. 3. The experimental value obtained with 
the highest energy x-rays were plotted to coincide with the 


theoretical curve normalized at 0.6 Mev. Considering the 


difficulties encountered when working with low energy x-rays 
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and the vossible contribution from scattered radiation, which 
will increase the uncertainty in x-ray energy, there is also 
good agraement between exverimental and theoretical data. 


Secondary Electron Fauilibrium 





fne average secondary electron energy in anthracene 
Ls a»proximately 1.0 Mev for the y rays from Na~4 (5). The 
max.mum range in anthracene for electrons of this energy is 
Sum Therefore, the secondary electrons initiated in the 
last 8 mmof the crystal have a finite chance of leaving the 
c’ystal before all their energy is absorbed. To compensate 
for this loss of secondary electrons a piece of bakelite 3 
nm thick was placed on top of the 6 mm anthracene crystal 
previously covered only by a 1/4 mil aluminum foil and a 
tn cardboard light snield. The experimental results for 
th; new arrangement are included in Fig. 2. The Nat4 data 
ara now also in good agreement with the theoreticel prediction. 
Tiose secondary electrons voroduced in the bakelite which 
eiter the front face of the crystezl compensate for the 
‘eccndary electrons leaving the crystal tack side. For 
the Na*4 y rays an increase in dosage intensity was observed 
as the thickness of the bakelite was increased from 0 to 
Sun. For thicknesses greater than 3 mm the intensity 
Slewly decreased due to absorption of y ravs in the bakelite. 

The maximum range of the secondary electrons in 


60 


anchracene for the Co y rays is ahout 1.5 mm. Since the 





cardboard light shield and aluminum foil are eouivalent to 
about 1 mm of anthracene the addition of bakelite did not 
increase the observed intensity. 

All experimental results described thus far have been 
obtained with a 6 mm thick anthracene crystzl. The loss of 
secondary electrons by leakage depends on the crystal 
thickness as well as on the energy of the incident y rays. 
Figure 4 shows the percentage loss of secondary electrons 


gt y rays. It shows, 


as a function of crystal size for the Na 
as expected, that if the volume from which electrons can 
Leak out becomes small in comparison with the whole 
scintillator, the percentage loss becomes negligible. This 
curve was obtained using plastic scintilletors of various 
thickness. The data for na~4 were compared with those from 
lower energy y-ray sources for which the electron leakage 


is negligible. 
Scattered Radiation 





As mentioned above some contribution due to scattered 
radiation reaching the detector was observed when using 
uncollimated sources. The measurements of I/D were repeated 
now using uncollimated sources and the results are shown in 
Fig. 5. Since the 6 mm thick anthracene crystal is not 
truly air equivalent (Fig. 1) the change in average y-ray 
energy (primary plus scattered radiation) will affect the 
I/D values in two ways. A reduction in average y-ray energy 


205 
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will lower I/D for low energy y«rays (Hg tr") and will 
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reduce leakage loss for high energy radiation (na“4) The 
Gen”: Ra, and C90 results remained unchanged since they 
lie within the air equivalent energy region and leakage 
loss is negligible for these sources with a 6 mm anthracene 
crystal. 

Sodium Iodide 

The solid line in Fig. 6 shows the theoretical ratio 
I/D for a 25 mm NaI crystal. The theoretical curve has been 
normalized at 1.5 Mev since et this energy? and Kare much 
smaller thand,. The experimental points in Fig. 6 were 
obtained with uncollimated sources and normalized for the 
609° Gata. As expected the high photoelectric absorption of 
y rays in NaI for y rays with energies below 0.6 Mev give 
values of I/D much greater than unity. However for y rays 
with energies hetween 0.6 and 2.0 Mev the value of I/D remains 
rather constant since i predominates over7T and . Therefore 
in this limited energy interval NaI(Tl) crystels appear to be 


sultartle for dosage measurements. 


Conclusions 





y-ray dosage measurements can be performed with organic 
scintillators. Results having a high accuracy can be obtained 
for y rays with energies between 0.2 and 3.0 Mev if several 
factors are considered. With increasing crystal thickness 
the absorption of the y radiation in the scintillator hecomes 
more important. Therefore the accuracy of dosage measurements 


with thick organic scintillators is limited. When measuring 
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y-ray sources with energies above 1.0 Mev the scintillator 
must be covered by a suitable amount of air equivalent 
material in order to maintuin secondery electron eguilibriun. 
A mixture of scattered and primary radiation exhibits 
a lowered average y-ray energy compared with that emitted 
from the source. Therefore the dose rate measured with a 
scintillator will be smaller than that determined with an 
ionization chamber for primary y radiation with energies 
helow 0.3 Mev. The dosage resulting from higher energy 
y rays can be accurately measured with a thin scintillator 
as long as the conditions for secondary electron equilibrium 


are fulfilled. 
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Legends for Figures 


Fig. 1. Caiculated ratio of energy absorbed per sec in 
anthracene, I, to energy absorbed ner sec in air, D, as a 
function of y-ray energy. Consideration of yeray absorption 
gives results depending on crystal thickness. All curves 
have been normalized to unity at 0.6 Mev. 

Fig. 2. I/D as a function of y-ray energy. Solid line taken 
from Fig. 1 curve B for 6 mm thick anthracene crystel. 
Experimental data obtained with collimated y-ray heams are 


137 
normalized for the Cs 


data. Covering the crystal with 
bakelite affects only the Na°4 value since for the high 

energy Na@4 y rays secondary electron equilibrium was not 

yet established. 

Fig. 3 I/D as a function of x-ray energy for a 3.7 mm 

thick anthracene crystal. Experimental data shown have been 
obtained by Breitling (1). 

Fig. 4. Experimental data for the percentage loss of secondary 
electron energy produced by wa~4 y rays in plastic scintillators. 
Scintillator diameter 2.6 cm, thickness renging from 1.5 to 

24 mm. 

Fig. 5. I/D as a function of yeray energy for a 6 mm 

anthracene crystzl. Experimental data obtained with uncollimated 
y-ray beams. The contribution of scattered radiation appears 


to lower the average y-ray energy. 





Fig. 6. I/D as a function of yeray energy for a 2.5 cm 
NaI(T1) crystal. The theoretical curve has been normalized 


at 1.5 Mev. The experimental data obtained with uncollimated 
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yeray beams are normalized for the Co 0 y rays. 





ABW 43° ADYSNS AVY -X 


O| 9 D G Ol 9 D o i 90 pO CO lO 
| | | | | 
ya | 
WwW GZ=4U—— 9 ae C 
Ln ue 
WW 9QG=Y--—--§G ab ae 
a Ve 
O=u V jf —_ 
SSINMOIHL IWLSAYD /} 
Vj 
// 
/; 7 
/ If 
Y 5 
Sy 
a ge 
ss “VU = —_— eal so 
aa an = — “ Ol 
97 


] | 





NOW 75 “ AOMYSNA AVY -X% 
We cco Oc 8 9} pl Zl Ol Q 9 v 2 O 


9: 
SJIJ9YDQ WWE ULIM PasaAOD |DJSAID - O 
} 
verN oh 
09" 3 2eP0 ge" 01 


a 








em 


MOY’ ADYSNA AVY-X JBAILO3R443 
O8b Obb OOb O9E O2ZE O82 Obs OO? o2 


02H 


Odl 


O8 


O| 


o | 











Ge 





| 
20 





Is 





IS 


I4 


THICKNESS - mm. 


| 
_——— 
Ic 


a oO Oo O O°? 
tT mM ww = 
ASY ANS NOYLO3S13 AYVGNOD3S 


{f\ COA LAN™  M3\wiair™rAiirim™m 2: 











Dd 


cg O¢ 


po2PN 


| 


NOW “4° ADMINS AVY-L 


Z| 


DI 


C | 


Ol 


9 


LEISO 
) 


¢020H 
leit, 


C | 














Dod 


oC 


p2ON 


Od 


ABW *3 “ASYSING AVY - “ 


8 | 9] D | at Ol oO S) D a 


V 
0999 VW 


c020H 


IWLSAYD (FL) I ON 


O| 
Ole 
O¢ 
d/ 
OD 
OG 


O'9 








PHOTOMOUNT 
PAMPHLET BINDER — 
land 


Manufactured by 


GAYLORD BROS. Inc | 
Syracuse, N.Y. 
Stockton, Calif. 





| — <p ; 
Thesis Carr Inia : 
C2716 Physical — for gamma- 
Tray scintillation dosimet- 

ry. 
JAN 29 


7 
AG 664 ; 


4 
4 


186. 
384 


21454 
Carr 


Physical basis for eamia-ror 
scintillation dosimetry. 


Lilwary 
U.S. Naval Postyraduate School 


Monterey, Califorma 








» - th 716 


Physical basis for gamma -ray scintillati 


ee 


DUDLEY KN OX LIBRARY 


—— 
———————_——=———__— 
er 





; i " 





